Ttie GENERAL RADIO 

EXPERIMENTER 



ELECTRICAL COMMUNICATIONS TECHNIQUE 
AND ITS APPLICATIONS IN ALLIED FIELDS 


TELEPHONE TRANSMISSION MEASUREMENTS 


IlIE prol)leiii of measuring 
, transmission loss over tele¬ 
phone lines has been great¬ 
ly simplified in reeent years 
h\ the (levelopment of inexpensive ami 
simple instruments for the generation 
ami measurement of eleetrieal power 
at the usual telefihone levels ami fre- 
ipieneies. 

Xs s|>eeeh is transmitte<l over tele¬ 
phone lines the amount of |>ower avail¬ 
able for o|ierating tJje receiver of course 
decreases as the distance between the 
transmitter and the receiver becomes 
greater. This decrease of amplitude fol¬ 
lows a more or less logarithmic curve 
with distance, which has led to the 
adoption of a logarithmi<' unit for des¬ 
ignating losses encountered in tele¬ 
phone transmission. 

'I'he unit is the decibel. It is an out¬ 
growth of the original ’'mile of standani 
cable” which was later changed with 
mmlilu’ations in value to transmission 
unit or TL, and finally to the deciliel, 
dl». 

The losses that may be encountered 
in some of the usual telephone lines are 
given in the chart* folbming. 

*H. C Burden. TeUphany . Oct. |U, 1931. 


I MSS in ilh pvr milo 
Line at UnH) cyties 

!No. 12 iron wire (niflalliroireuit) 0.30 fib 
No. l2co|i|H*rwire(nielallircir«Miit) 0.(H>8 ilb 
No. 2 I uauge cable 2.10 «lb 

No. 22 gaiiiie cable 1.75 ilb 

No. 19 gauge cable 1.20 ilb 

These losses are given at l(K)0 cycles 
because this frerpieney is one of the 
most prominent in the voice-freipiency 
band and is generally used when single¬ 
frequency' tests are l»eing niaile. Of 
course, all telephone systems transmit 
the various fre<piencies of the voice 
with different amounts of attenuation. 
For this reason, in order to determine 
the a(*tual transmissitin characteristics 
of a given voice transmission system, 
tests must be made at several fre¬ 
quencies in the audio-frequency band, 
extending from about 150 to .5000 
cycles, or from perhaps .50 to 5000 
cycles for high quality circuits over 
which music and broadcast programs 
are to be transmitted. 

However, the human ear is miK'h 
more sensitive to frequencies between 
800 and 1000 cycles than to any others, 
and commercial telephone transmitters 
and receivers have their best res|>onse 
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at |Im‘s<* frei|ueni*ies. It is lieraust* <if 
siirli furlors that KMM) ryries is rliosrn 
for till* usual routine measiireiiients. 



Fiodke 1. i'liiH (‘l<'’ctro-mc('lianical OHrillator 
»»|»erjile» ul KHM) cycles on |K)wcr 0 voUis 
(lirrcl current. The output circuit is n tnppnf 
transformer 

A iiiosl convenient |Mmer source for 
such tests is the (General Radio 'I’vpk 
213>H Audio Oscillator ilhi.Htrated in 
Figure 1. This instruineni has hcen 
tiescrihcd in detail in a previous issue.^ 
'Fhe iniportant characteristics that 
niulvc it particularly applii’ahle to the 
(piestion under discussion are these: 

1. It is simple and rugged. 

2. Its pouer output is ample for any 
of the usual tests. 30 milliwatts or al¬ 
most -f 10 dh heing available. 

3. Its freipiency is 1000 cycles to 
within very close limits. 

I. It has a very stable fiiitpiit over a 
period of time, making: ihe comparison 
of several reading's a simple matter. 

5. Its power supply is very simple. 
Four No. h dry cells are ample. 'ITie 
ilirect <*urrent requireil is only 130 
milliam|»eres. 

'ITiree output im[>edances are avail¬ 
able: 50, 3(K). or 3000 ohms. TTie 3(M)- 
ohm tap is the most suitable for the 
usual telephone line measurements. 


The cpiestion of how to measure 
these audio-frequency |M>wer levels has 
been met with (*omplete satisfaction 
with the new copper-oxide rectifier 
tv pe meter. 

The rectifying unit itself consists of 
four copper-oxide to copper junctions 
arranged in the form of a bridge. 
Junctions of this sort condm't current 
frfun «'opper-o\ide to copjier much 
better than in the reverse ilireetion 
from cop|>er to copjHT-oxiile. There¬ 
fore each unit has the properties of a 
half-wave rectifier. The four units in 
the bridge arrangement give full-wave 
rectificali<m with resultant increased 
eflficiem*y. Alternating current applied 
to the hriilge results in a proportional 
direct current in the meter circuit. 
Such a-i’ indicators are very sensitive 
and res|>ond readily to the low jMJwers 
ent'ouiitered in telephone practice. 

A s|>eeial application of this meter is 
the Oneral Radio Typk 386 Power- 
Level Indicator illustrated in Figure 2. 
This instrument is calibrated directly 
in decibels in order to facilitate mea¬ 
surements in this unit without any 
arithmetical calciilathins. 



Figi re 2. When hritlgcd arroin* tlic line. vult. 
nieier fashion, this in«tniment in<licales the 
auioiint of fjower that ip being ilelivered to the 
500-ohni line beyond the bridging point. It i» 
direct-reading in deeibeU for a aero level of 
6 milliwatts 


GritAral K«ilio Exprrimenirt for April, I‘)30, onpien of whirh ran b« •oipplird on rrtpiciit. 
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Since the iinpcdaiire of the great 
majority of telepli<»iie lines is in the 
neighhorlKKul of 5(X) ohms, the instru¬ 
ment is calilirated to read directly 
when used in circuits of this im|K‘daii(‘e. 
Six milliwatts is the zero reference 
level, "riiere is a correction factor w Inch 
is added or suhlracted for lines of 
lt»w'er or higher im|>erlance. Its value 
is given on a sim[>le chart af'coniftanv- 
ing the instrument. In operation it is 
like any voltmeter; it is connected 
across the two-wire system under test 
and the power level rea«l from the scale. 

'I’wo tiKMlels of the instruments are 
available, differing only in sensitivity 
or range. 'The Typk SH6-A reads from 
— 10 dll to -|-36 dh. The Type 58f)-C 
fnim —20 db to -|-36 *lh. Both are 
available for relay-rack mounting in 
permanent installations. 

Many telephone companies maintain 
a regular check-up on the transmission 
characteristics of their lines. In this w ay 
any lines that are not satisfactory for 
commercial transmission are imme¬ 
diately delected and can be repaired 
behire serious trouble results. 

Such tests are so simple and in- 
exfiensive to make that the time 
expended is certainly well jiistilied. 

The lOOO-cycle oscillator is con¬ 
nected to the pair under test at any 
convenient point, for instance, the 
main tlistribiitiiig frame, or the wire 
chiefs desk. T’he power level at this 
point is read on the power-level in¬ 
dicator. A second power-level indi<'ator 
is <*onnecled across the line at the 
remote jioinl to which the test is being 
conducteil. Tbe difference in readings 
of the two indicating instruments in 
decibels gives the transmission loss 
directly. 

'ITie same lest can be matle on cen¬ 


tral oflice ecpiipment to determine if all 
channels are operating properly, (’ord 
circuits ami repeat coils that become 
defective can be «letected ami located 
by this means before the trouble be¬ 
comes sulliciefl'tly serious !(» interfere 
with satisfactory operation. 

Some of the local-(‘ircuit losses that 


may be expected from normal ecpiip- 
rneiit are given below: 

Krpeatiii^ coilrt (ur eirciiils. tt.70 dh 

Kepruting coiIh for [ihadtoin cimiits 

(two roiln) . 0.25 dh 

Magneto eord eiriMiilH.1.25 dh 

(^niimon hatlery eord eirt'iiits. 1.25 dh 


» 



Fiol'HE 3. A convenient method of measuring 
line lo88 frt)ni one end when a duplicate pair 
of lincK is available 


Figure 3 shows a method for the 
measurement of long lines when two 
more or less similar pairs run Itetween 
two distant ofhees. 'The two pairs under 
lest are coniiecteil together at the 
distatit end and the test ecpiipment set 
up as shown. The power level at the 
transmitting end of the line is mea¬ 
sured. then the switch is thrown to the 
receiving emi and the level there mea- 
sureil. The <lifference in readings is the 
total loss of the loop. One-half of this 
value is the loss for the line in one 
direction only. 

ITie maximum power level delivered 
by the oscillator is about -flO db and 
the lowest power that can be read on 
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Figure 4. Thiit atiscmbly of a Type 213>B Audio Oscillator, a Type 586>CM 
Power-IiCvel Indicator, and a potentioracirr in a single unit makes a compact 
test kit for line tests. It can be made up to order, price on request 


the more sensitive instrument is —20 
(lb. Thus a total loss of about 30 dh 
can he measured, corresponding to 
about 25 miles of No. 19 gauge cable, 
or 100 miles of No. 12 gauge iron open- 
wire circuit. 

In order to make a check on the 
quality of speech and music transmis¬ 
sion for broadcast lines, a variable 
frequency power source is substituted 
for the Type 213-B Oscillator. A l>eal- 
frequency oscillator stich as the Type 
613-A* is particularly recommemled 
for this work. 


The test frec|uency is set at a number 
of |>oints from 60 to (>000 cycles and 
the loss at each frequency measured. 
A properly o{>erating high-quality line 
should have a transmission loss that 
varies not more than 2 db to 4 db over 
this frequency range. 

For the correct adjustment of line 
ecpializers a test such as this is im- 
|)erative. 

In Figure 3 a [>ower-level indicator 
is shown connected across the line at 
some distance from both ends of the 
line. This is to indicate that the power 


‘General Radio TtfbSIS.A Beal.Preitueocy Oarillalor. Fre«|uency range. 10.11.000 cycica. Output power 35 milliwatta 
(-1-7.5 db). Price $210.0U. 
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l(‘V(*l at any clio84*ii point on the lint* 
■nay be measured directly. Such tests 
are valuable as an a<ljunet to the line- 
inen's usual tests. Hy such means a 
lineman can report to the office the 
exact power bein" delivered into a sub- 
S4!riber’8 loop for a given powcT supplied 
the line at the central ofli<*e. Thus any 
faults in either central office or sub¬ 
scriber's loop eipiipment <'an be im¬ 
mediately uncovered by a much more 
precise and de|Hmdable means than by 
(»rdinar\ talking tests. The construc¬ 
tion of the instrument is light and 
rugged enough to make it entirely 
suitahle for such work. 

Crosstalk tests <‘an also be conducted 
by applying the tone source to one pair 
through a variable potentiometer that 
can he used to adjust the power level, 
'riie power-level imlicator is used to 
monitor this level during the test. 
N\ hile listening on an adjacent f»air, the 
power level is increased until the cross¬ 
talk heard in the adjacent |)air under 
test becomes annoying. TTiis level as 
read on the jmwer-level indicator gives 
the information desire<l. On long re- 
|ieater circuits levels from 0 df> to -f6 
db are <*on6idered the maximum for safe 
transmission without crosstalk. Of 
course, on well balanced lines this level 
can l»e considerably exceeded before 
trouble results, and on short biops the 
limits are even higher. 

The osidllator itself has, of course, 
many uses besides those mentioned 
above. It is widely used as: 


TYPE 2I4*B 
2SOOA MTCNTIOMCTER 



TYPE 58^ TYPE 339-B 

POWER LEVEL INDICATOR D.P-SlT SWITCH 

Fici'iU': 5. Wiring tliugrani for the IcnI hci 


shown in Figure 4 

1. A tone source for use as an acoustic 
driver fc»r testing leleplione trans¬ 
mitters and similar ctpiipment. 

2. A tone source for identify ing cable 
pairs. 

3. A power source for the measure¬ 
ment of the gain in repeaters, public 
address installations, and other aiidio- 
freipiency amplifiers. 

Figure 4 shows a suggested arrange¬ 
ment for the audio oscillator, power- 
level indicator, and suitable auxiliary 
controls mounted in a cabinet for con¬ 
venience and protection. The batteries 
for the oscillator are contained in the 
box, a potentitmieter is provided to 
adjust the |>ower output of the oscil¬ 
lator to any desired value, and a DPDT 
switidi is used to transfer the imlicator 
from TRANSMIT to RECEIVE as sliown in 
Figure 3. A w iring iliagram of such an 
assemhly is given in Figure 5. 

—Artiii R F. Tiiikssen 
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FREQUENCY STABILITY WITH THE SCREEN-GRID TUBE 


IN tlir il<*si^ii of oscillators for iim* in 
* fnM|iicni*v iiioasiireiiieiils. the proli- 
Icin of staLilitv is r\lrcmc*l\ 

iiii|iorluii(. A considcralile uiiioiiiit of 
\>orlv lias Ikhmi done dirertcMi touard 
llie lirsivn of oscillators whose fre<|iicii- 
c\ would not change appreciahly with 
(dianges in sij|i|»I\ voltages and tubes. 

In single frei|uency oscillators sta- 
hilization of the frec|uen(*> is not diHi* 
cult. I snail) a pro|»er idioii’e of circuit 
impedances is all that is necessary. It is 
considerahly more dilTiciilt. however, 
to design a staide oscillator covtTing a 
frcipiencv range of oO to 1 with a single 
variable condenser. 

It is generally conceded that the 
presence of harmonic voltages in the 
aiKMle <‘ircuit of the ost-illator is not 
conducive to frecpiency stability and, 
further, that an oscillator with giKnl 
waveform is, in general, more stable 
than one with highly distorted plate 
and grill currents. An examination of 
the more common types of oscillator 
circuits indicates that the (^ilpitts 
circuit should have an advantage in 
this resjwct over other ty|»es, since the 
paths between plate and I'athiNlc and 
In'tween grid and cathoile offer low 
impedances to harmonics. This effec- 
tiveU short-circuits the liarnionic volt¬ 
ages generated by the tube. K\|K‘ri- 
mental work coidirins this assumption, 
hut, while it is belter than most others, 
the (iolpitts circuit is not inherently 
stable enough over wide frecpiency 
ranges to justify its use in precision 
apparatus unless some further stabili¬ 
zation is used. 

It has Im'cii pointed out h) Dow^ 
that by properly proportioning the 
voltages applied to the plate and screen 


of a screen-grid tube, the oscdllator 
freipiency can he made nearly inde¬ 
pendent of changes in supply voltage. 
Figure I shows the variations in fre- 
ipiency resulting from grid- and plate- 
voltage changes in such a tube, l^iirve 1 
is the change in freipiency with screen 
voltage when the plate voltage is fixed 
at value B; C.’iirve II shows the fre¬ 
ipiency change resulting from changes 
in plate voltage with the screen voltage 
held at A. Since the two curves have 
slopes which are approximately equal 
in magnitude and opposite in sign, it is 
evident that, if the tube is fed from a 
voltage divider so that normally the 
voltages on the screen and plate are A 
and H res|iectively, a change in total 
supply voltage can have no appreciable 
effect on the freipiency. Any tendency 
toward a change in frequenc) due to a 
voltage change on one electrinle is can¬ 
celled by an opposite change on the 
other. 



anode voltage 

Kiel HE 1. Kfffcl on of rhangiug 

.MTf*en and plate voltagcM in an oticillator. In 
Curve 1 llir plate voltage is fixed at B while 
ihe wret»n voltage varies: in Curve 11 the 
Kcreen vidtage is held at A and the fdate 
voltage varies 


•J. II. l>nw.'*A Mirnil l>rvrl.i(.iurnl in Vavuiiiii-TuIm* OM lll«lt>r Ilirruiu,** fntr. I.H.t:.. Hit. 
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FlGl KK 2. Onr form of vnltai'r •iluliilixi'il 
o«rillator. 1'hr wrecii is as ihc anoiit* 



FlGl KE 4. f)ne form of voltafSP .^laliiliznl 
OiH'illator. Tlit* |ilatc is as ihf unodr 


Vk lini lliiH staliili/iiig frahin* is 
apiilinl lo llic ('olpitts os(*illator, the 
result is a system of iiniisuai rrei)ueiiey 
stahility. I’lie effects of lilametit volt¬ 
age and tiihe cliaiives are greatly re- 
iliiceil. as well as those due to plate 
voltage. Figure 2 slums a simple form 
of this circuit. 'Flic impe<laiu*es /„ Zp, 
have some effect on the stahili/ati(»ii 
point, as d<M‘s the grid leak H^. The 
most stable operating point is found 
<mly hy experiment, hut can he located 
approximately hy taking curves similar 
to those of Figure I. Conditions differ 
hetweeii dilTerent ty|)es of tuhes. hut 
tulM‘s of the same type are <piite similar 
in o|N‘ration. For optimum conditions 
with some tuhes, the plate is at a lower 



Figcre 3. (tnr form of voltage stabilized 
ODcillator. Here the plate potential lower 
than the nereen potential 


pot(*nlial than the screen, as shown in 
Figure 3. 

Fither tin* plate (Figure I) or the 
screen (Figure 2) may he used as the 
oscillator anode. When the screen is 
iisetl. the plate circuit current wave is 
highly distorted, consisting of pulses at 
the oscillator freipiencv. Power may he 
drawn from this circuit at either the 
fundamental or a harmonic freipiencv 
without materially alTectiiig the oscil¬ 
lator. particularly if the plate-screen 
capacity is neutralized. 

File superior characteristics of the 
new stahili/ed oscillator circuit have 
heen applied to a niimher of new (ren- 
eral Kadio instruments which will he 
announced within the next few weeks. 
\ lietenMlyne-freipiencv meter cover¬ 
ing all of the present commercial fre- 
ipiencies has heen huilt around the new 
circuit. Fliis instrument will he avail¬ 
able in both alternating and battery- 
operated models, the latter being port¬ 
able. 

Another application of the new cir¬ 
cuit is a linear-scale heat-freipiencv 
oscillator for measuring heats between 
standard harmonics and unknown fre- 
tpiencies. This instrument provides a 
means of interpolation between stand¬ 
ard freipiencies. 
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There has also been developed a 
combined oscillator and harmonic gen¬ 
erator which is designed to take ad¬ 
vantage of the 5-megacycle transmis¬ 


sions of the U. S. Bureau of Standards 
by providing a number of calibration 
frequencies based on the 5-niegacycle 
standard. — Charles E. Wortheis* 


A PORTABLE HETERODYNE FREQUENCY METER 



A precision heterodyne frequency meter designed and manufactured by General Radio for the 
II. S. Coast Guard. This instrument covers a wide frequency range and employs a voltage-stabi¬ 
lized circuit like those described in the preceding article 


rwiHE GENERAL RADIO COMPANY mails the Experimenter, without charge, 
each month to engineers, scientists, and others interested in commun¬ 
ication-frequency measurement and control problems. Please send requests 
for subscriptions and address-change notices to the 

GENERAL RADIO COMPANY 

30 Sksie Street - Cambridge A, Massachusetts 
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